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1. the control cabinet To install controlling system and other assistant equipments 

2. the front door of the control cabinet Open this door to adjust the tested procedure and 

parameter. Be sure that the door is close when the single product is being tested without 
stop or when not using the equipment. 

3. the display display screen of controlling system 

4. the keyboard tray keyboard and mouse the keyboard tray is used to place the operation 

keyboard and mouse which will be convenient for operation. When it is needed to use the 
keyboard, just pull out the keyboard tray. 

5. the door lock To lock the front door of the control cabinet 

6. The host computer of controlling system To fulfill the operation of procedure and to 

receive and send out the parameter. 

7. B&H testing instrument To test the magnetic field and flux on the surface of the magnet , 

then transfer the tested signal to the host computer. 

8. Driving case mainly to drive the motor of moving section of the tested instrument, 

including Y- axis motor Z-axis motor main axis rotating motor. 

9. printer To print the tested data. 

10. testing platform To place the testing instrument. 

11. testing instrument To test the magnetic characteristic of magnetic units. Re the details, 

please refer to the guideline of testing instrument. 

12. control panel To execute the on-line test on the same unit in bulk and to stop the 

operation of procedure at any time and give off the sound and light alarm. Re the details, 
please refer to the guideline of control panel. 

13. Controlling connector of testing platform To connect the control line and driving line so 

that it is convenient to control the input/output signals. The spec. is 20 pins connector 

14. motor driving input interface To connect the motor driving line, corresponding to 18. The 

spec. is 14pins rectangle connector. 

15. wire-educed bore To reduce the electricity power line of control cabinet the control line 
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of testing platform and the driving line of motor. 

16. the inside assembled supply power socket To provide the electricity power to the electric 

devices inside the control cabinet. 

17. Driving controlling connector interface  the top 5 pins connectors, corresponding to 33; 

the below 6 pins connectors, corresponding to 32 both fulfill the operation parameter for 

motor and so on. 

18. motor driving output interface To join the driving line of motor corresponding to 14. The 

spec. is14 pins rectangle connector  

19. the input/output interface of magnetic flux testing To input/output the magnetic flux 

testing signal. The interface signed “INPUT” joins the magnetic flux testing coil, while the 
interface signed “OUTPUT” joins the magnetic flux input line of testing general lines. Both 
specs. are Q9 socket. 

20. the input/output interface of magnetic field testing To input/output the magnetic field 

testing signal, the interface signed INPUT joins Hall detection head, while the interface 

signed “OUPUT” joins the magnetic field input line of testing general lines. Re their specs., 

the input needs 4 pins socket while the output needs Q9 socket. 

21. interface of zero-adjusted control To adjust the original value of magnetic flux meter to 

zero so that it could avoid any error if the zero point changes before testing the magnetic 

flux. The spec. is DB9 bore socket 

22. controlling system connector The input/output interface of the controlling system and 

outside signals and instructions. 

23. level detection head tray To install the testing detection head when testing the magnet’s 

inner, outer ring surface. 

24. vertical detection head tray To install the testing detection head when testing the magnet’s 

end ring surface. 

25. main axis rotating disk To install the tested magnet and whirl while testing. 

26. Y-axis tackle oiling bore To lubricate and oil. There are two oiling bores in all. The front 
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and back respectively has one 

27. protection cover To protect and decorate the machine. 

28. button to work when the testing procedure parameters are set and begin to be tested, push 

this button to begin testing. Mainly used in on-line quick inspection. 

29. button to stop if want to interrupt or stop the test, push this button. Mainly used in case of 

the testing procedure parameters are improperly set. This button is available when the test is 
processing 

30. sound alarm buzzer To give off sound alarm if the test result don’t meet the range of the 

set tolerance or the film of the detection head is nearly worn out. 

31. light alarm To give off light alarm if the test result don’t meet the range of the set 

tolerance or the film of the detection head is nearly worn out. 

32. motor driving output interface To join the general control line and to control the 

movement of Y Z axis motor. The spec. is DB15 pin socket. 

33. input/output interface To connect the general control line and control the input/output and 

test signal. It is also the socket of control collection input/output. The spec. is DB25 pin

socket. 

34. data collection interface To collect the data of testing signal. The spec. is DB37 pin

socket. 

B   installment 
1. Firstly, install each testing and control unit according to figure 1. 
2. To join the connecting board 13 and 14 of testing instrument and the back board installment 

bore of the testing platform. 
3. To fix the control panel into the installment bore of testing platform and link its air 

connected plug with the socket of air connector 

4. To link the periphery accessory of controlling system, including keyboard mouse monitor

imprinter with controlling system. Please refer to the manual of controlling system 
mainboard.  

5. To link the plug of control collection switching board DB25 pin with 33  and fix the 

screw steadily. 
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6. To link the plug of control collection DB37 pin with 34  and fix the screw steadily. 

7. To link the plug of control collection DB15 pin with 32  and fix the screw steadily. 

8. To link the 5 pins plug of general control line’s single down-lead and 6pins plug with 17 
and then fix the screw steadily. 

9. To link the DB9 pin plug of the general control line with 21 and then fix the screw 

steadily. 
10. To link the magnetic flux test Q9 plug of the general control line with “OUTPUT” interface 

of 19. 
11. To link the magnetic field test Q9 plug of the general control line with “OUTPUT” interface 

of 20. 
12. To put the line of magnetic flux test detection head through the bore of back case board and 

link its Q9 plug with the “INPUT” interface of 19. 
13. To put the line of Hall detection head through the bore of back case board and link its 4pins 

socket with the “INPUT” interface of 19 by switching line. 
14. To put one end of 20pins plug of general control line through the bore of 15  and then link 

it with 13 . 
15. To link one end of plug line of 14pins  with 18 and put the other end through 15 bore and 

then link with 14. 
16. To link the power plug of each unite with the assembled power socket. 
17. To close the backboard. 

The installment is finished. 

C.    Usage 
After installing all the hardware, please check whether the junction of each line is correct and 

steady then turn on the equipment to work. 
There are no strict operation rules for turning on the equipment. But before testing , make sure 

that the power of B&H test instrument and powder switch are switched on otherwise, during 

the testing, the testing procedure would be terminated for the reason that the equipment 
couldn’t find the signal. 

Re the usage of software, please refer to the usage guideline of soft ware. 
1. Firstly, switch on all the equipments’ power. 
2. turn on the equipment for 30 minutes to pre-warm and then adjust the original value of magnetic 

flux meter and Gauss meter to zero. This step has a great influence on the result of test. 
Generally, the equipment could run for 24 hours in the southern area. 

3. Carry on the application to do the relevant test. Re the action of test instrument in three test 

methods, please see figure 6 figure 7 figure 8. 

4. Measuring the larger diameter of inner ring surface and the smaller diameter of end ring surface, 



Yuxiang Magnetic Materials Ind. Co., Ltd 
Add:16Fl,Jinyuan Building, No 57,Hubin South Road,Xiamen,China 
Url:Http//www.magnets.com.cn  E-mail: yingli@magnets.com.cn 

 

it could lengthen the test range of detection head by adding some parts. 
5. Repeatedly test the same magnets in bulk, please use the “operation” button on the control panel 

of test platform. 

D  Notice 
1. Because the work period of this equipment is 5 seconds. Each lubrication system needs to be 

lubricated now and then. When it works for a long time, it should add lubrication after two days. 
Adding lubrication from Y-axis’ oiling hole. As to Z-axis, it should firstly open the protection 

cover and then oiling. The oiling part includes slideway both sides transmitting screw and nut.  

2. The detection head tray of this equipment (the level and vertical direction respectively has one) 

is a  type of ball bearing slide To guarantee the test precision, don’t over-exert while installing 

and replacing the detection head, for fear lower the mechanism precision of tray and affect the 
test exactness. 

3. To guarantee the safety of equipment, install urgent stop switch behind detection head tray 

(including level vertical tray), for fear damage the test detection head and equipment if test 

parameter is set improperly or the operation is wrongly made. Therefore, the detection head 
must be held steadily to avoid over-exerting and damaging the control switch. 

E  Product specification 
1.  Product name: magnetic field distribution testing meter 

2.  Volume the control cabinet 650(L) 610(W) 1600(H) 

         test platform 1000(L) 650(W) 700(H) 

         test instrument 560(L) 260(W) 610(H) 

3.  Hardware allocation  

         controlling system                   1 set 
         magnetic field and magnetic flux test instrument  1 set 
         driving power                1 set 
         test instrument             1 set 
         the control cabinet          1 set 
         test platform               1 set 
         Hall detection head         1 piece 
         test coils                 1 piece 

4.   electricity power to use  

         power supply 220V 10%  50HZ 
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E.g: Click and choose “testing the surface magnetic field” 

 

 

 

3. Enter the interface of setting the parameters of testing the surface magnetic field. 
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Parameters setting interface 

A Parameters setting interface-fill in the blank 

1. Product Name: Record the name of the product, supporting manual input. 

2. Serial number of products: The specific tag of product. If an original serial number is 

available in the database, the original testing parameter will be input and displayed in the 

referring bar. 

3. Testing Ordinal Number: The testing ordinal number will automatically increase by one 

when a product is tested. It can be manually adjusted to 0 or any special figure. 

Attention: When the testing data is saved into the database, the document will be saved as 
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“product serial number—testing ordinal number” by the system. If the two numbers are the 

same, they will be considered as data of one tested magnet and save only one of them. 

4. Material Name: The name of the product material must be manually input.  

5. Temperature: Manually input the temperature of the environment. 

6. Date: Record the product testing date, defaulted as the current date of the     system, can 

be modified. 

7. Tested by: Record operator’s name, blank as non-input. 

8. Approved by: Record approver’s name, blank as non-input. 

9. Remarks: Record correlated maters. 

Note: All the above parameters can be modified in home testing interface. 

10. Y Axis Testing Point: This numerical value includes tow modes: Sketchy Adjustment and 

Detailed Adjustment. 

Sketchy Adjustment: Adjust by every step to increase or reduce in value of 500. 

Detailed Adjustment: Adjust by every step to increase or reduce in value of 50. 

The adjustment value means the pulse numbers of motor moving from zero point to testing 

point. Increasing or reducing in value of 50 means the motor brings along the testing 

instrument forward or backward 50 steps( the smallest measurement of step is 50). For 

newly numbered apparatus, this parameter is manually adjusted. The figure can be 

allocated from the database and displayed in the referring bar if its testing record is 

available.  

Attention: This can be only adjusted by the up and down button with the mouse-clicking. 

Directly input figure will be invalidated if it is bigger than the defaulted one. 

11. Z Axis Testing Point: This numerical value includes tow modes: Sketchy Adjustment and 

Detailed Adjustment. 

Sketchy Adjustment: Adjust by every step to increase or reduce in value of 500. 

Detailed Adjustment: Adjust by every step to increase or reduce in value of 50. 

The adjustment value means the pulse numbers of motor moving from zero point to testing 

point. Increasing or reducing in value of 50 means the motor brings along the testing 
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instrument forward or backward 50 steps ( the smallest measurement of step is 50). 

Attention: The Y/Z Axis testing point of the testing magnets without serial number records in 

the database needs to be adjusted before testing and find the best testing position (press 

between the magnet and detection head should be less than 0.5mm). Then the data will be 

saved into the database. When testing the magnet with same serial number, there is no 

need to set the parameters again. The data can be allocated from database. The value can 

be adjusted only by the up and down button with the mouse-clicking. Directly input figure 

will be invalidated if it is bigger than the defaulted one. 

12. Testing Type: Select one of the three testing modes. This testing equipment supports 3 kind 

of testing modes: Test the magnetic field on ring magnet’s outer, inner and end ring surface. 

The moving orbit of the detection head would be different with different testing mode. 

13. Teslameter measuring range: Keep the same measuring range with Teslameter 

Note: If it is flux testing, the testing equipment should be fluxmeter measuring range. 

14. Returning point of Z: This value is the pulse numbers of the Z axis motor          

moving from Zero point to Returning point. The value is valid only in inner ring surface 

testing. 

Attention: Improper setting of Z returning point will damage the detection head.   

Setting the position of Z returning point: 

a) Make the value of Z axis to be zero. 

b) Click the Z returning point  

button (Increase) to make the  

detection head to go down to magnet’s 

 end surface.  

c) Click the Z returning point  

button ▼(Reduce) to make the  

detection head to backward 500 pulse  

so that there would be some distance  Magnet 

 

Detection head  

Minimum 

position 
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between detection head and magnets to protect  

the equipment. 

d) The set Z returning point is the minimum value(It shouldn’t get lower value) 

e) If Z returning point is set into the inner ring, i.e., the detection head is lower than the 

end surface, it will be damaged during testing. 

 

Instructions: When testing the inner ring surface, the range of the diameter of inner 

hole of the magnets ready to be tested should be selected: > 10 or 10. 

If diameter of the inner hole 10, the system will adjust the value to ensure the 

detection head(diameter- 6) can go into the inner hole to test without hitting the 

magnets. 

If the diameter of the magnets 10 is tested with the program for diameter 10, the 

detection head will hit the magnets and get damaged. 

15. Usable times of protective film: This value can be regulated. When the used times reach the 

regulated value, the system will alarm to replace the old film with new one. To set the 

usable times suitably or not will influence the life of the film. 

16. Pending testing point: This is the pulse times the step motor runs from testing point to 

pending testing point in Y axis or Z axis. To set the pulse times should not hinder the 

magnets in and out. 

Attention: During outer ring surface testing, 16) is only effective to Y axis. But the value 

would take effect to both Y axis and Z axis while testing inner and end ring surface. 

Adjusting 10), 11), 14), 16) should pay attention not to harming the detection head. 
                                    D 

Z 轴 
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pending testing point of Y axis (2350). The value from B to C is the pulse values to be 

tested. D is the zero point of Z axis, E(5700) is pending testing point in Z axis, F(6600) 

is the returning point(i.e., the point from which the detection head leaves off the 

magnet, only in inner ring surface testing), G(7700) is testing point in Z axis. The 

value from E to G is the pending testing pulse values. During testing, the orbit of Z 

axis is E-F-G, while Y axis is B-C. When testing ends, the orbit of Z axis is G-F-E, 

while Y axis is C-B. 

17.  Statistics database name: Save the name of the database, which contains  the    data 

of  “average extreme value” and “average acreage”. The database should be named 

according to the products serial number etc. to be distinguished easily. Remember that 

the database name should be updated regularly. In case that all the testing data is saved 

in one database, which will cause inconvenience to look up and maintain the data. 
 

B Parameters setting interface-Command Button 

1. Return to zero in Y axis: Carry out the action of turning the values of Y axis into zero. If 

there is something wrong that the motor in Y axis can’t return to zero point with regulated 

pulse value, the system will remind you. 

2. Return to zero in Z axis: Carry out the action of turning the values of Z axis into zero. If 

there is something wrong that the motor in Z axis can’t return to zero point with regulated 

pulse value, the system will remind you. 

Note: Every time Y, Z axes will return to zero point when entering the parameters setting 

interface. 

3. Loading setting: Look up data with “Products serial number”. If the serial number is 

existing, the relevant data will be shown on the reference board. If there is no such serial 

number in the database, the system will remind you. 

4. Saving setting: Save testing data in accord with “Products serial number” in the database so 

that the data can be. If the serial number is existing in the system, the new data will replace 
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previous data. 

5. Return to the pending testing point: Motors in Y, Z axes take the magnets from current 

position to the pending testing point. 

6. Return to the testing point: Motors in Y, Z axes take the magnets from current position to 

the testing point. 

7. Enter the test: Click this button to directly to enter the Y-Z home testing interface, the Y, Z 

axes return to pending testing point, ready to be tested. 

8. Previous record: Click this button to enter the home testing interface to look up previous 

record.  

9. Return: Return to the interface of choosing the operating mode. 

10. Exit: Exit the testing program. 
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            Home test interface 
The above picture is the home testing interface.  
 

C Home testing interface-Command button 

1.  Test: Click this button to carry out the test. After test, the detection head and apparatus 

move to the pending testing point. The system will show the testing  wave-form and 

data. 
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        X-Y testing interface 

2   Refresh: Draw the wave-form from zero point as starting position, calculate the data and 

show the testing result. 

Note: When test starts, “ Refresh” runs automatically. When click “Open” to use previous 

record, you should use “Refresh” to refresh the wave-form and data. 

3.   Show data: Show the testing data interface. See the following picture: 

 
Note: If refresh data after entering the testing data interface, the speed will be very low. It’s the best to

update the data in the backstage of the “X-Y Display” interface. After refresh, you can switch to

“Data display” interface. Don’t refresh in “ Data display” interface.Data display interface 
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4. X-Y Display: Switch button of “Extreme value coordinate”, “Data display” interface or “X-Y 

Display” interface.  

5. Extreme value coordinate display: Show the testing wave-form in coordinate. See following 

picture: 
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Extreme value coordinate display interface 

6. Leftward, rightward: Move the wave-form in X-Y plane display leftward or rightward. It could 

enlarge X axis without changing Y axis. See following drawing: 

 

 

 

 

 

 

 

 

 

 

 

 

        Move leftward 
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Move rightward 

7. Resume: Resume the wave-form after leftward or rightward. 

8. Send email: Click this button to send the wave-form and the data of the testing magnet as email 

with file name “.bmp” or “.xls” according to “serial number-test ordinal number”. The file is 

saved in “d drive” with the path name: \xiandaco\cqemail\ or ctemail file folder.        

9. Print: Print current interface 

10. Chinese/English: Realize the shift of Chinese and English. 

11. mT/Gauss: Realize the shift of measurement unit. Note: the defaulted unit is “mT”. If the unit is 

shifted to “Gauss”, the system refreshes automatically. 

12.  Open: This button can change the testing data into wave-form chart. By this button, you can get 

history testing record.  

Note: When testing the surface magnetic field, the wave-form data is saved in “d drive”: 

\xiandaco\cqsavewave\, the statistics data is saved in: \xiandaco\cqsavedata\ . While testing the 

flux, the data is saved in: \ctsavewave and \ctsavedata\. 
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History record consulting interface 

 

Statistics consulting interface-one  
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13. Consult statistics: Consult the test data (“average extreme value” and “average flux”). Two 

consulting mode: “Show all with designated date” and “Show in designated area”. The former 

shows all the data with the designated date while the latter shows all the data in a designated 

working area of the system. 

Note: Records of consulting takes up the internal memory all the time before exist the operating 

system. The consulted testing date is saved in “d drive”: \xiandaco\cqresult.txt and \ctresult.txt. The 

file can be opened with .Excel format to intercept the data for counting. The file format of 

cqresult.txt and ctresult.txt must be .text format. 

 

Statistics consulting interface-two 

 

Statistics consulting interface-three 

14. Regulate parameters: Regulate the parameters for calculating and testing. After click this button, 

choose operating mode in the following interface. 
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Parameters regulating interface 

A Regulate the parameters for testing: Regulate the position of testing apparatus and other 

parameters. 

 

B Regulate the parameter for calculating: Regulate the standard extreme value and deviation. 

C : Regulate coefficient: Regulate the testing data in a small extent. 

15. Exit: Exit the operating system. 

Note: Operating system of testing flux is similar to the system of testing the surface magnetic field. 

Installation and matters needing attention 

1. Testing data should be saved in file with special name to be consulted easily. 

2. Testing system resetup should follow hereinafter steps to reinstall the testing program and 
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resume the data source connection. 

a) Install the program in random CD: Testing Program Setup: \sql\setup.exe. 

b) Install the program in random CD: Testing Program Setup: \setup\setup.exe. 

c) Resume data source as follows: 

That is: “xinda” corresponding “d: \xiandaco”; 

“xd-table” corresponding “\xiandaco\cqsavedata\”. 

“dcd-table” corresponding “d: \xiandaco\ctsavedata\”.. 

 
 

 

Brief instruction:  

1) Run the CD file: \sql\setup.exe. 
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2) Click the system “Start” —”Setting” —”Control panel” —”ODBC data source(32bits)” 

—”Subscriber DSN” —”Add”. 

 

3) Add shortcut menu on desktop.  

 

When add the shortcut menu on desktop, the starting point should be indicated, e.g.: D \xiandaco. 

3. This testing program is the supreme version at present. If you want to upgrade this version, 










